1 Supplementary figures, tables and equations z-score: z = (x i,j − X j ) σ j (Eq. S1) with x i,j : contribution of source j for instrument i X j : median contribution of source j σ j : standard deviation ToF A003 8.6 ions / pg Tab. S 3. Modifications of calculated ME2 input matrices before analysis. m/z 12 was removed in all Q-ACSM instruments due to nonphysical negative signals. Top panel: signals of largest chamber background ions during the investigated period. All ions show a similar decrease, however concentrations of the chamber background ions are not expected to change over time (e.g. tungsten is released by the ioniser filament). Bottom panel: summed signal of all ions shown above. An exponential fit (black line) was calculated and used to correct the ambient data. The IE/AB value determined in a calibration after the campaign was used as reference. Fractions of the total organic signal at single m/z channels for all 15 participating instruments after all CO + 2 related peaks were removed from the spectrum. The instruments were sorted like in Fig. 2a (by fraction of m/z 44 before removing). Grey: f29, blue: f43, purple: f55, pink: f57, red: f60. The respective fractions are given as numbers in the same colours. Fractions of m/z 43 and 44 in the organic spectra of three different filter samples (z1, z22 and z49). All three filters contain ambient aerosol particles sampled in Zurich, CH. Samples z1 and z22 were taken in winter and sample z49 was taken in summer. The filters were extracted into a liquid solution and subsequently nebulised to be able to measure them with an ACSM. For method description refer to Daellenbach et al. (2014) . (a) f44, f43 and ratio of f44 vs f43 at different vaporiser temperature settings for the three different filters. Each spectrum was averaged for 3 × 10 min. (b) Average f44, f43 and ratio of f44 vs f43 over the measurements with vaporiser temperatures between 550°C and 660°C (possible error margin of the ACSM temperature reading). The error bars show the first standard deviation.
Tab. S 5. Correlations (R 2 ) between factors from three factor PMF analysis with external measurements. 17.11.2013 19.11.2013 21.11.2013 23.11.2013 25.11.2013 27.11.2013 29.11.2013 01.12.2013 OOA Fig Tab. S 6. Average factor concentrations with first standard deviation in µg/m 3 . This combines the uncertainties of the source apportionment with the uncertainties of the total organic mass discussed in part 1 of this study by Crenn et al. (2015) . Source profiles from ME-2 "best solutions" of all 13 Q-ACSMs. All normalised to 1. OOA (green) and BBOA (brown). Organised from left to right and top to bottom according to the instrument numbers #1 -#13. HR  #1  #2  #3  #4  #5  #6  #7  #8  #9  #10  #11  #12  #13  TOF HOA COA-like BBOA OOA
Fig. S 17. z-score values for all factors and all instruments. z-score values were calculated with median contribution as reference and standard deviations determined with the robust algorithm A of ISO 13528 according to Eq. S1. |z| ≤ 1: "ok", 1 < |z| ≤ 2: "acceptable", 2 < |z| ≤ 3: "warning", |z| > 3: "action" (see §7.4.2, ISO13528 (2005)).
2 Update of the Q-ACSM PMF export function in recent analysis software update (version 1.5.5.0) and its influence on the presented dataset After the presented work was performed an update of the analysis software was released introducing changes of the PMF matrix calculation procedure. While in the former version the same relative ion transmission (RIT) curve (red curve in Fig. S18a ) was applied to all datasets, the updated version introduces an individual correction (blue curve in Fig. S18a ) for each instrument with the goal to reduce spectral differences between instruments. All data discussed in this manuscript, however, was calculated with version 1.5.3.2, i.e. with the same RIT applied. Fig. S18a shows both RITs of the instrument (#9) with the highest deviation between "old" and "new" calculation of all 13 Q-ACSMs. Note the error range for the calculated curve. In almost all cases (except #10 & #13) the "new" calculation leads to lower intensities of the m/z channels >55. The error matrix calculation is equally affected, however there the change is about a factor two lower. This means the S/N of the m/z >55 was slightly overestimated in the data presented in the manuscript compared to if the data was calculated with the "new" procedures. Figure S18b shows relative changes of PMF organic matrix and error matrix and Fig. S18c shows the absolute change of the spectrum for the most severely affected instrument #9. What are possible consequences on the presented work? On the one hand the presented uncertainties may be slightly lower if the "new" calculation was applied because input spectra are more similar, but on the other hand a lower S/N at higher m/z may lead to slightly larger residuals and hence to slightly larger deviations between solutions. A comparison of source apportionment results of one instrument with matrices calculated with both software versions showed no significant differences in neither factor contributions, factor time series nor factor profiles.
All Q-ACSM source apportionment results published so far used the "old" calculation method. 
HR-AMS PMF analysis diagnostics
A four factor solution (HOA,COA,BBOA,OOA) is presented as best solution in the manuscript. The applied HOA and COA anchor profiles were taken from a higher order PMF solution (8 factors) and constrained with a = 0 in the 4 factor constrained run of the ME-2 package. In the following more detail about how and why the 4 presented solution was chosen is presented.
4 factor unconstrained PMF
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5 factor unconstrained PMF
An increase of the factor number to five still shows a stable factor 1 (HOA) and a factor 2 (OOA) with only small variability in all 10 seeds shown in the top left panel of Fig.  S21 . Factor contributions of all other factors also seem to be more stable than in the 4 factor unconstrained PMF but a look at profiles (middle panel of Fig. S21 ) and diurnal cycles (top right panel of Fig. S21 ) still points to factor mixing. The profile of factor 3 looks like a mixture of typical BBOA (high f60) and COA (high f55) and also the diurnal cycle shows peaks at lunch time and at dinner time overlayed by a large afternoon increase (possibly due to residential heating by wood combustion). Profile and diurnal cycle of factors 4 and 5 point towards a splitted BBOA with some contribution of OOA according to a comparison to external data. Coefficients of correlation are shown in the bottom panel of Fig.  S21 . The values are comparable to the 4 factor solution with the exception of a lower R 2 of the OOA with SO 4 . 3.3 8 factor unconstrained PMF An investigation of unconstrained PMF solutions with higher numbers of factors resulted in a separation of a clean COA factor in addition to the HOA factor which already was resolved well in the 4 factor unconstrained solutions. The top right panel of Fig. S22 shows the profiles of such an 8 factor unconstrained PMF run. Here, factor 4 represents the COA factor which shows great similarities to previously published COA profiles (cf. Fig S6) . In addition to the diurnal cycle of this COA factor (top right panel of Fig. S22 ), which shows clear lunch and dinner time peaks, an investigation of the residuals of an OA fragment typical for COA (C 3 H 3 O + ) shows strong evidence for the validity of this factor. Residuals are discussed in Sect. 3.6 of the Supplementary material. The remaining factors in this 8 factor solution are nonphysical splits of BBOA (factors 5,6 & 7) and OOA (factors 2 & 8) or a mix of primary OA with OOA which only has very low contributions to total OA (factor 1). These mixed and split factors vary a lot when the model is run several times with varying seeds (see Fig. S23 ) while for HOA and COA only two types of solutions exist. Only in the solutions denoted with a B the COA is well separated from the rest. In the other, less frequently appearing type part of the COA is still mixed with BBOA (see profiles in fig. S23 ). Figure S24 shows the mean COA (bottom) and HOA (top) profiles extracted from the 8 seed runs belonging to A in Fig.  S23 . The first standard deviation is indicated by the vertical error bars. Note that these are not stacked HR spectra which can contain more than one important fragment at a given m/z. Average HR spectra of the extracted HOA and COA profiles from the 8 seeds belonging to type B (cf. Fig S23) .
4 factor constrained PMF
The 4 factor solution with constrained HOA and COA anchors taken from the 8 factor solutions are presented in the main text as best solution. Figure S25 shows the variability over 10 seeds. Some ME-2 runs show lower BBOA concentrations (e.g. seed t8). For these runs the covariance of the BBOA and OOA time series is increased and worse correlations of the OOA factor with inorganic secondaries but also of the BBOA factor with BC wb are observed. See bottom panel of Fig. S25 for the R 2 coefficients. Consequently, in the solutions with lower BBOA contributions, BBOA and OOA were considered not well separated. Top left: factor contributions of 10 seeds, 4 factor constrained PMF (ME-2). Top middle and right: Q/Qexp for the 10 different seeds. Bottom panel: R 2 coefficients of factors 3 (BBOA) and 4 (OOA) with external tracers and with each other for seed "t3" and seed "t8". A comparison of the coefficients shaded with the same colours shows better model performance for seeds of type "t3".
5 factor constrained PMF
The 5 factor constrained solution (anchors: COA and HOA from the 8 factor solution) shows a splitting of the BBOA factor with one of the splits containing most of the signals around m/z 29 (diurnal cycles, profiles and seed variations are shown in Fig S26) . Additionally the correlations of OOA with sulphate decreased significantly compared to the 4 factor constrained solution (R 2 (SO 4 -OOA) = 0.26 -0.30 depending on the seed). Contributions and time traces of HOA and COA are very similar to the 4 factor constrained solution. 
Residuals
The total residuals over time are shown in Fig. S27 for the 4, 5 and 8 factor unconstrained solutions and for the 4 factor constrained solution. Only little remaining variability can be observed. Also the increase to 8 factors did not significantly change the overall residual structure which indicates that already 4 factors do a "good job" explaining the variability of the dataset. A more detailed look into the residuals of specific fragments (C 3 H 3 O + , C 4 H + 9 and C 4 H + 7 ) is presented in Fig. S28 . The C 3 H 3 O + fragment is typical for cooking related OA emissions while the C 4 H + 9 fragment usually is more pronounced in HOA profiles. C 4 H + 7 is found in both profiles to larger amounts.
The median diurnal cycles of the 4 factor unconstrained (red), the 8 factor unconstrained (green) and the 4 factor constrained solution using the HOA and COA profiles found in the 8F solution are shown. C 3 H 3 O + clearly shows increased residuals during mealtimes (11 a.m. to 2 p.m. and 7 -8 p.m.) while C 4 H + 9 shows increased residuals during the traffic rush hour times (7 a.m. and 5 p.m.). C 4 H + 7 does not show any clear peaks. An increase to 8 factors decreases the median residual of C 3 H 3 O + significantly during mealtimes (e.g. by 59 % at 1 p.m.) and the median residuals of C 4 H + 9 during rush hours (e.g. by 52 % at 7 a.m.) while C 4 H + 7 , which is important for both COA and HOA does not show large differences. By constraining the extracted profiles, the residuals increase again a bit but still are significantly lower than in the unconstrained case with the same number of factors (difference C 3 H 3 O + : 32 %, difference C 4 H + 9 : 37 %). This behaviour of the residuals strongly points towards a previously mixed factor which explained well the variation of the shared signals (e.g. C 4 H + 7 ) but not taking into account the differences at the more typical fragments of COA and HOA (C 3 H 3 O + and C 4 H + 9 ). Consequently, extracting and constraining COA and HOA helped to better separate these OA sources. 
ACSM PMF analysis diagnostics
The variability of 10 seed runs for each ACSM is shown in Fig. S29 . The appearance of two groups of solutions: type I (similar to "t8") and type II (similar to "t3") which was already discussed in Sect. 3.4 of the Supplementary also was observed in all ACSM except # 1. The frequency of type II which exhibits the better correlations with external data seems to decrease with instrument number and hence total f44. The solutions of type II are shown in full colours and type I solutions in light colours. Within the type II which were considered in the final results discussed in the manuscript only little variation is observed within an instrument. 
